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The Home Display

Easy Reference Guide for ChemDAQ’s 
Steri-Trac® 2+ Area Monitor

Press MENU for 
configuration options

8-Hour TWA* Average 
gas concentration  
for last 8 hours

15-Minute TWA* 
Average gas 
concentration  
for last 15 minutes

“Heartbeat” Feature Blinking  
logo = Monitor system operational
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Pulsating Alarm 
Beep…Beep…Beep

Continuous Alarm 
Beeeep…

GUIDE TO ALARM INDICATIONS

Low-Level Alarm High-Level Alarm

Low-Level Alarm: The real-time levels have  
exceeded the low-alarm threshold. The digits 
are displayed in yellow. The alarm horn emits a 
PULSATING alert. 

To silence the alarm horn, tap the alarm section on the display. If gas levels remain at or above the alarm threshold, the horn will 
sound again after 15 minutes. The re-alarm time can be adjusted by the user.

High-Level Alarm: The real-time levels have  
exceeded the high-alarm threshold. The digits are 
displayed in red. The alarm horn emits a 
CONTINUAL alert. 

HOW TO SILENCE THE ALARM
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